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I, Nita J. Bolz, after being first duly sworn, depose and state as follows:

(1) I am a Forensic Scientist IV at the State of Alaska Scientific Crime Detection Laboratory.

(2) The Alaska Scientific Crime Detection Laboratory is an entity within the Department of Public Safety.

(3) I am the Scientific Director of the State Breath Alcohol Program.

(4) In that capacity, [ am responsible for overseeing the breath alcohol program, including assuring that persons
responsible for verifying the calibration of instruments are properly trained and qualified. I also am responsible for
maintaining the records of the program. *

(5) The attached verification is a true and accurate verification of calibration that reflects a regularly conducted and
regularly recorded activity of the breath alcohol program performed by a person trained and qualified to conduct the
verification.

(6) Thereferenced instrument is certified for evidentiary use in the State of Alaska.

&EA‘Y%T@ K)]f ()

Scientific Director
State Breath Alcohol Program

Ssﬂascr»ibed anc}\ sworn bﬁf(::: ré;d)'lis m day of J.)Q)E&L;J 2010.
OUOR « U dk L OV '

arolyn M. Nolan

Notary Public, State of Alaska
Commission Expires with Office

otary Seal Stamp)

BTY G340




VERIFICATION OF CALIBRATION REPORT |
of DataMaster cidm breath Test Instrument
State of Alaska 3
sczmytc Crime Detection Laboratory - Stuewide Breath Alcohol Program’

DataMaster cdmS/N_/ 3 0 ﬁ/OC/ -

(CONTINUED FROM FRONT PAGE)

C © TAPETHE TEST STRIP FROM THE NONDRINKING SUBJIECT TEST AND THE DIAGNOSTIC
, CHECK IN THE MARKED ROXES.

NONDRINKING SUBJECT TEST DIAGNOSTIC CHECK
i ' ¥ *
| . ALASKR DEPRRTIENT OF PURLIC SAFETY
FLASKR DEPARTHENT OF PURLIC SAFETY - ' - DTRSTER con 1384
DATAMASTER cdn 130404
\0 ‘ I 14, 2010
WRCH 14, 2610 TIE 2128
, (b\\%\'\P

(PERATIR’S NAE: \ — DIAGNISTIC CHECK —-

CARRILL, JOR
IPERATOR'S NMBER: 6775 COPUTER: OKRY
SUBJECT’S LAST ME:

e ‘ PROGRAM: OKRY
SUBKECTS FIRST WEA] :

W SOFTVARE DATE: B1/98/9
0.L. & 00000
TEPT/AGENCY: FT GREELY PD BI64 HERTERS
CASE/REPORT: 09-0000 SHFLE CHAMDER: 45
TEST TYPE: ¥ JRERTH TUBE: 4c
ALCD TRRGET VLIE: .67 ./
MO S MI79% WROMETER: 2.5 in

— WREATH ANLYSIS —- C POV DETECTOR: OKRY PN
887 ADASTED FOR 28,53 in AP
HLLD THREET w2 HIGH SPEED: OKRY
BLAK TEST o
INTERWL STADRRD  VERIFIED 22124 JETECTOR: OKEY
ROTV28.Sin .88~ 2o
BLAK TEST \gm oK FILTERS: oKAY
SUBJECT SAPLE Q) P
WAKTEST O\ m e ORRTZ STRMIARD: OKEY
AL Tves.53 m B85 2e?
BLAN TEST o mn CALIBRATION: OKEY
PRINTER TEST

TRREIR ey, /D1 224567892 =) ARCTEF B
. B HLKLROPRRSTINURYZINT* * abcde fghi ko
T f parstuwnngz{i}+™

BTY 6306



